ABSTRACT
INTRODUCTION
Maple Syrup Urine Disease (MSUD) is a rare autosomal recessive metabolic disorder affecting the metabolism of amino acids, which occurs due to a deficiency of the activity of the mitochondrial enzyme complex branched-chain l-2-ketoacid dehydrogenase (BCKD). The main symptom of MSUD is accumulation of the branched chain amino acids (BCAA) leucine (Leu), isoleucine (Ile) and valine (Val) in blood, urine and cerebrospinal fluid. This deficiency results in mental retardation if not detected soon after birth and l-leucine and/or its keto acid are considered to be the main neurotoxic metabolites in MSUD. So, identification and detection of the abnormal levels of these metabolites in urine samples are necessary to diagnosis and therapy of these pathologies [1] .
MSUD screening methods based on gas chromatography-mass spectrometry (GC-MS) and tandem mass spectrometry (MS-MS) have been developed. MS-MS has been reported to be a powerful diagnostic tool in MSUD patients. GC-MS and MS-MS have high resolutions that enable them to be used to measure several amino acids simultaneously. However, these instruments are prohibitively expensive, and hospitals in developing countries cannot afford it [2] .
In general, the high-performance liquid chromatography (HPLC) method has been devised to measure amino acid levels, but developed methods have disadvantages, which include complex sample preparation and long analysis time [3] .
Mass screening emergency for MSUD in childhood demands to develop simple and inexpensive methods with a rapid and quantitative response. Quartz crystal nanobalance (QCN) is a sensing system based on the sorption of analyte on an adsorbent material [4] . The QCN comprises a thin vibrating AT-cut quartz wafer sandwiched between two metal excitation electrodes. When small amounts of mass are adsorbed at the quartz electrode surface, the frequency of the quartz is changed according to the well-known Sauerbrey equation [5] :
where ΔF is the measured frequency shift, F 0 the original oscillation frequency of the dry crystal, Δm the mass change, A the piezoelectrically active area of the excitation electrodes.
Due to some advantages including low cost, portabil-ity and easy on-line analysis, the quartz crystal nanobalance (QCN) sensor is extensively used for the measurements of mass changes in a variety of chemical and biological studies, such as determination of volatile organic compounds [6, 7] , poisonous compounds [8] and immunoassay [9, 10] . In some cases, the major drawback of the sensors based on QCN is a lack of selectivity since along with the analyte, other compounds usually interfere. In other words, there is no discrimination between the sources of the mass changes. To overcome this shortcoming, one approach is the pattern recognition technique that can be used for the data processing of the QCN signals for the simultaneous determination of mixtures of compounds. Multilinear regression (MLR), partial least squares (PLS) and net analyte signal (NAS) are examples of multivariate analytical techniques [11, 12, 13] .
HLA/GO algorithm (Hybrid Linear Analysis presented by Goicoechea and Olivieri), one of the NASbased methods, has been successfully used for resolving multicomponent mixtures. Goicoechea and Olivieri [14] have determined tetracycline in blood serum by using synchronous spectrofluorimetry through the HLA/GO algorithm. This algorithm has also been applied for the simultaneous determination of leucovorin and methotrexate, by spectrophotometric [15] and Sorbic (SOR) and benzoic (BEN) acids in fruit juice samples by using spectroscopic signals [16] . HLA/GO has also been applied to the determination of binary mixtures of amoxycillin and clavulanic acid by stopped-flow kinetic analysis [17] .
To our knowledge, no study reported for the detection and determination of Leu, Ile and Val using QCN technique. In the present study, we report the simultaneous determination of Leu, Ile and Val in the solution containing some common urine analytes using polystyrene (PS) coated QCN. NAS is utilized to process the frequency data of the crystal at various times, based on different adsorption dynamics of Leu, Ile and Val on the PS coated QCN.
Theory Notation
An I×J data matrix R composed of the calibration responses of I samples at J times, a J×1 vector sk containing the pure adsorption profile of analyte k at unit concentration, and an I×1 vector ck of calibration concentrations of analyte k are the used matrices and vectors throughout the present work. The net analyte signal (NAS) for analyte k (r * k) is given by the following equation:
where r is the adsorption profile of a given sample (when r is the profile sk of pure k at unit concentration, Eq.(2) becomes s (4) where r i,cal is the profile for the ith calibration sample. Then the contribution of analyte k is subtracted from the data matrix R in the following way: 
Selection of Time Window
In the present work, the selection of the optimum range of time window was made by calculating an error indicator (EI) as a function of a moving window for each prediction sample, using information of the NASRP (called "net analyte signal regression plot"). NASRP is a plot of the elements of the sample vector r 
where s is the standard deviation from the best-fitted straight line to the NASRP (in a given adsorption region),
and N is the number of points in the latter plot.
MATERIALS AND METHODS

Reagents and Material
All reagents used in this experiment were of analytical grade. leucine (Leu), isoleucine (Ile), valine (Val) were from Sigma chemicals with analytical grade. Polystyrene (PS) was supplied by Tabriz Petrochemical Co., Iran.
Instrumentation
10 MHz AT-Cut quartz crystals with gold coating on both sides were commercially available from International Crystal Manufacturer (ICM, Oklahoma, USA). For QCN experiments a home made apparatus was used as described in our previous work [18] .
Procedures
A solution casting method was used to coat the polymer over the quartz crystal electrode. Using a Hamilton micro liter syringe (Hamilton BonaduzAG, Switzerland), 4µL of PS/chloroform solution (0.3%, w/v) was dropped on top of the gold electrode of the quartz crystal. A thin layer of PS was obtained after solvent evaporation. An orthogonal design was applied for the formation of calibration and prediction sets including Leu, Ile and Val. Orthogonal design is used in order to give the most information from the analytical system by using only a few samples. The calibration and prediction sets were prepared according to four-level orthogonal design.
The concentrations varied in the linear range of each compound (50-300 mgL −1 for Leu, 100-400 mgL −1 for Ile and Val). All solutions were filtered using a syringe filter (0.2 µm) before injecting to the cell. Milli-Q water was used to desorbed analyte and recover the electrode. All measurements were carried out at room temperature (25 °C).
RESULTS AND DISCUSSION
Determination of Pure Leu
The polymer-coated electrode was exposed to a constant concentration of aqueous Leu solution (50 mgL −1 ). Typical responses for Leu are shown in Figure 1 . The frequency of the crystal decreased due to the adsorption of analyte to the surface of polymer modified electrode according to Eq.(1). The recorded responses showed that the electrode is sensitive to Leu. The frequency of the crystal was back shifted to its initial value by exposure to the Milli-Q water indicating the full description of analyte from the electrode surface (Figure 1) .
As the concentration of analyte increased the magnitude of the response increased (Figure 2) , the calibration curve was constructed by plotting the frequency shifts against the concentration of Leu (Figure 3) . The responses were linear against Leu concentrations in the range 50-300 mgL −1 and with linear regression coefficient of 0.9806 (n = 4).
Determination of Leu in the Presence of Ile and Val
Based on the above results, the QCN sensor coated with PS can be employed as pure Leu sensor. Since Leu, Ile and Val are considered as the agents that exist simultaneously in the most urine samples of MSUD patients, it is necessary to investigate the cross-sensitivity between Leu, Ile and Val. So, the frequency shifts were recorded for quartz crystal PS-coated electrode upon exposure Ile and Val. The linear range was obtained 100-400 mgL ) were recorded (Figure 4) . The concentrations were selected from the linear range of each compound. The obtained responses showed a significant change in the shape of the frequency-time curves of Leu with including Ile and Val (Figure 4) . Then, net analyte signal-based HLA/GO method was considered to develop a model for selectively determination of Leu, Ile and Val compounds.
Optimization of HLA/GO Method
Selection of the optimum number of factors to be used within the HLA/GO algorithms allows one to model the system with the optimum amount of information. In HLA/GO analysis of the calibration set, the PRESS value (predicted error sum of squares) for prediction samples varies as a function of the number of factors. In the present work, cross-validation has been used to select the optimum number of factors for two time intervals, in the range comprised between 1 and 600 s.
The selection of the optimum time region is caused to increase the predictive ability of multivariate analysis by discarding the non-informative parts of adsorption profile from the original data.
The selection of the optimum time region for the analysis was carried out by evaluating the best predicted values for the prediction samples and the minimum error EI values. In this regard, using the optimized number of factors selected in each region, an EI was calculated for each prediction sample, using information of the NASRP. The moving window was obtained by varying the time range. Table 1 shows the ranges of time tested, the optimum number of factors for each region, the EI values calculated, and the predicted values for Leu, Ile and Val. The minimum EI value calculated using information of the NASRP indicates 1-300 s as the most adequate time region for the analysis in this case.
The optimized model was tested in the analysis of the prediction set and plots of c pred versus c act were constructed ( Figure 5 ). As it can be seen, the plot showed very good linearity and the values of 0.9894, 0.9707 and 0.9854 were obtained as correlation coefficient for Leu, Ile and Val, respectively.
CONCLUSIONS
Leucine (Leu), isoleucine (Ile), valine (Val) were simultaneously determined using adsorption profile data recorded using PS-coated QCN sensor in conjunction with HLA/GO multivariate calibration method. Determination was based on frequency shifts of PS modified quartz crystal electrode due to the adsorption of Leu at the surface of modified electrode in the presence of Ile and Val. The responses were linear against Leu concentrations in the range 50-300 mgL −1 and with linear regression coefficient of 0.9806 (n = 4), respectively. The selection of optimum time ranges for each analyte separately were performed by getting the minimum EI, based on the minimization of the PRESS, as a function of a moving adsorption time window. The analysis of the prediction set was used to test the optimized model and plots of c pred versus c act showed very good linearity. The values of 0.9894, 0.9707 and 0.9854 were obtained as correlation coefficient for Leu, Ile and Val, respectively.
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